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The accurate detection and enumeration of mycobacteria in metalworking fluids (MWFs) is imperative
from an environmental protection and occupational health perspective. We report here on a comparison
of the labeling efficiency of nano-immunomagnetic particles (NIMP) and free antibody (FAb) to detect
mycobacteria in semisynthetic MWF by using both traditional visualization analysis and cluster analysis-
aided visualization analysis (CAAVA). The NIMP labeling method involved coating nanometer-scale mag-
netic particles with Protein A, and oriented conjugation of polyclonal antibodies specific to Mycobac-
terium spp. The FAb labeling method is modified from the traditional immunofluorescence (IF) method
for more efficient detection of mycobacteria in a model MWF. The labeling efficiency of NIMP and FAb
were 7.2  4.6 and 16.3  5.5%, and the specificity 85.0  6.1 and 88.1  10.5%, respectively, based
on traditional visualization analysis. Based on CAAVA analysis, the labeling efficiency of NIMP and FAb
increased to 12.4  1.6 and 20.5  3.9%, and the specificity to 97.8  3.2 and 98.5  2.5%, respectively.
A linear relationship of FCM counts and seeded concentrations was observed over four orders of magni-
tude (R2  0.99) in pure and ternary cultures. The results strongly support the applicability of either FAb
or NIMP coupled with CAAVA and flow cytometry for rapid detection and enumeration of mycobacte-
ria in complex matrices.
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INTRODUCTION
METALWORKING FLUIDS (MWFs) are used for coolingand lubrication in a wide range of metal-forming
and -removing processes. Annual U.S. consumption of
MWFs is estimated at 6 billion liters (Independent Lu-
bricant Manufacturer Association, 2000). MWFs are cat-
egorized in four types: straight oil, soluble oil, semisyn-
thetic, and synthetic fluids, of which soluble oil and semi-
synthetic types are most widely used (Childers, 1994).
Semisynthetic MWFs, an oil-in-water emulsion, repre-
sent prolific substrates for aerobic bacterial growth (Ben-
nett, 1972; Hill, 1977) and more than 10 hypersensitiv-
ity pneumonitis (HP) outbreaks have been linked to
mycobacterial proliferation in water-based MWFs in the
past decade (Muilenberg, et al., 1993; Bernstein et al.,
1995; Kreiss and Cox-Ganser, 1997; Moore et al., 2000;
Weiss et al., 2001). Consequently, once mycobacteria
have been detected in manufacturing operations using
MWFs, unscheduled discharges of MWFs to wastewater
treatment may be required, hence impacting wastewater
treatment downstream and increasing downtime in met-
alworking processes. Aggressive formaldehyde conden-
sate biocide-based control of microbial growth resulted
in the change in bacterial flora favoring proliferation of
a nontuberculous Mycobacterium and 95% of isolates,
102 of 107 isolates from 10 industrial sites, were identi-
fied to be Mycobacterium immunogenum (Wilson et al.,
2001; Wallace et al., 2002). Due to these issues, M. im-
munogenum has emerged as a significant health hazard
agent (Shelton et al., 1999; Wilson et al., 2001) in met-
alworking processes, and their accurate detection and
quantification have become a necessity (Passman and
Rossmoore, 2002).
Traditional enumeration methods for bacteria in
MWFs include direct and indirect detection technologies
(briefly reviewed in Chang et al., 2004). Due to the slow
growth rate and aggregate-forming characteristics of my-
cobacteria, these approaches may either underestimate
their cell density or are too time-consuming to be effec-
tively used for process control. Recently, some molecu-
lar biological approaches have been tried, such as fluo-
rescent in situ hybridization of peptide nucleic acid probe
(Skerlos et al., 2003) and real-time polymerase chain re-
action (Yadav et al., Khan and Yadav, 2004a, 2004b;
Veillette et al., 2004), 16S ribosomal deoxyribonucleic
acid (DNA) denaturing gradient gel electrophoresis, and
deoxyribonucleic acid fluorescent in situ hybridization
(van der Gast et al., 2001). Still, these methods mostly
focused on identification and indirect quantification in-
stead of on direct enumeration, and may not be readily
applied to the field due to lack of disaggregating mea-
sures. These limitations necessitate the development of a
rapid, sensitive, and accurate enumeration method to ef-
fectively quantify mycobacteria in MWFs.
In the past decade, flow cytometry (FCM) has been in-
creasingly used for direct optical detection of bacteria in
aquatic systems and in environmental samples with com-
plex matrix characteristics (Porter et al., 1997; Vives-
Rego et al., 2000; Gruden et al., 2004). FCM technology
is based on optical detection of particles within a sample
stream hydrodynamically focused by sheath fluid in a
flow cell, where incident light is introduced by a laser
source (BD-Biosciences, 2001). Particles exhibit differ-
ent light-scattering characteristics due to their size, in-
ternal complexity, granularity, and fluorescence due to
specific dyes. Recent reviews on FCM applications in
complex environmental matrices can be found elsewhere
(Veal et al., 2000; Gruden et al., 2004).
Immunomagnetic carriers have been used for cell sep-
aration and enrichment in the last decade. Nanometer-
sized particles were found to be superior compared to mi-
crobeads (MB), since reaggregation of the particles is
limited, which improves detection and enumeration ac-
curacy (Miltenyi et al., 1990). NIMP and antibody con-
jugated MB have been applied to separation of a wide
range of bacteria (Bard and Ward, 1997; Seo et al., 1998;
Šafařík and Šafaříková, 1999; Liu et al., 2001; Favrin et
al., 2003), including Mycobacterium tuberculosis
(Mazurek et al., 2001), M. paratuberculosis (Grant et al.,
1998), and M. ulcerans (Roberts and Hirst, 1997) in clin-
ical matrices. However, not until recently have magnetic
carriers and FCM been coupled to separate and enumer-
ate bacteria such as Escherichia coli, Salmonella enter-
ica, and undefined sediment consortium samples (Fur-
tado and Casper, 2000; Kusunoki et al., 2000) and to
recover M. immunogenum in metalworking fluids (Chang
et al., 2005).
Traditional immunofluorescence (IF) has been applied
to detect mycobacteria in clinical matrices (Ortalo-Magné
et al., 1996; Yi et al., 1998) and also in metalworking
fluids (Chang et al., 2005). However, it has been shown
that the recovery rate in IF was relatively low (Chang et
al., 2005). In this study, we report a systematic compar-
ison of labeling efficiency and specificity of NIMP and
FAb (modified IF) on mycobacterial detection in a mixed
community in a semisynthetic MWF by using flow cy-
tometry and different data analysis approaches.
EXPERIMENTAL PROTOCOLS
Culture condition and MWF preparation
M. immunogenum (ATCC#700506), M. parafortuitum
(ATCC#19686), Pseudomonas aeruginosa (ATCC
#33988), Pseudomonas pseudoalcaligenes (ATCC#31200),
Citrobacter freundii (ATCC#51597), and Micrococcus
luteus (ATCC#10773) were obtained from the American
Type Culture Collection (ATCC, Manassas, VA). M. im-
munogenum is the most probable causative agent in HP
outbreaks in MWFs and M. parafortuitum can serve as a
reference to check the antibody specificity to serve as a
genus-wide probe. The other four bacteria were often iso-
lated from in-use MWFs. M. immunogenum and M.
parafortuitum were inoculated into Middlebrook 7H9
medium with oleic acid–albumin–dextrose–catalase
(OADC) enrichment (Fisher Scientific, Pittsburgh, PA)
and incubated for at least 59 and 38 h at 30°C to reach
a stationary growth phase before testing, respectively. C.
freundii, P. pseudoalcaligenes, P. aeruginosa, were in-
cubated in Becton Dickinson 233000 nutrient broth
(Fisher Scientific) for 12 h at 30°C to reach a stationary
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phase before testing. Micrococcus luteus was inoculated
into Becton Dickinson 237400 brain heart infusion broth
(Fisher Scientific) and incubated for 20 h at 30°C on a
shaker to reach a stationary phase before testing. A semi-
synthetic MWF, including its recipe and components
(Table 1), was kindly provided by MWF manufacturers.
The MWF solution (pH 8.8 to 9.1) was pale yellow and
translucent, indicating a fine oil-in-water emulsion. Be-
fore test, MWF solution was sterilized by autoclaving.
Sample preparation
All cell samples were fixed before any further pre-
treatment by mixing the cells with 10% (v/v) ice-cold for-
malin (final concentration: 2% formalin) and incubated
in a 20°C freezer for half an hour. The impact of fix-
ation on recovery and labeling efficiency has been re-
ported previously (Chang et al., 2005). Since aggrega-
tion of mycobacterial cells interferes with accurate optical
quantification using both EFM and FCM, the cells were
dispersed by a 45-s exposure of probe sonication at am-
plitude level 2 (Virsonic 50, Virtis Company Inc., Gar-
diner, NY). Sonication after formalin fixation has been
suggested to reduce the damage due to strengthened cel-
lular layer (Tso and Taghon, 1997) and the specific re-
sults of mycobacterial cell disaggregation in MWFs were
reported previously (Chang et al., 2004). The microcen-
trifuge tubes were put into an ice bath while applying
probe sonication to prevent sample heating and cavita-
tion (Harrison, 1991). Each cell sample was prepared by
adding stationary-phase culture into the model MWF to
achieve the initial target cell densities (107 cells/mL)
and then incubated in MWF solution with 3% final con-
centration of bovine serum albumin (BSA) for 2 h to
block nonspecific bindings between the primary Ab (1°
Ab) and the surface antigens of nontarget bacteria.
NIMP preparation
Sixty nanometer (nm) diameter and 20-nm diameter
magnetite particles were synthesized by the coprecipita-
tion method (Cornell and Schwertmann, 2003) and pur-
chased from Sigma-Aldrich Co. (Milwaukee, WI; Cat #.
637106), respectively. There are two major different
ways to conjugate the antibodies onto these magnetic car-
riers: one is random conjugation, and the other is oriented
conjugation. The most common approaches for these two
different conjugation methods are (1) zero-length linker
1-(3-dimethylaminopropyl)-3-ethyl carbodiimide (CDI)
(Mehta et al., 1997; Konerachá et al., 2002; Huang et al.,
2003) and (2) (3-aminopropyl) triethoxysilane (APTES)
(Weetall, 1976, 1992; Shinkai et al., 1992; Zhang et al.,
2002) coupled with protein A or G, respectively. Whereas
CDI can link the carboxyl group of the 1° Ab onto the
hydroxyl group on the surface of nano-magnetic particle
(NMP) without fixed orientation, APTES is able to
achieve oriented conjugation of 1° Ab by interlinking
with protein A or G. Due to the high specificity of pro-
tein A and G toward the Fc fragment of immunoglobu-
lin G (IgG), the antigen-specific sites are left free.
The protocol for oriented conjugation of 1° Ab onto
nanoparticles was modified from other literature (Weetall,
1976, 1992; Shinkai et al., 1992; Zhang et al., 2002).
Briefly, 50 mg of nanoparticle was transferred into a 50-
mL solution of 10% (v/v) 3-aminopropyltriethoxysilane
(APTES, Sigma-Aldrich, #A3648) in anhydrous toluene
and mixed by vortex and sonication bath (10 min). The
60-nm particles solution was incubated at 30°C in an in-
cubator (Innova 4000 incubator shaker, New Brunswick
Scientific Co., Inc., Edison, NJ) for 10 h, and the 20-nm
solution at 45°C in a bath sonicator (FS6, Fisher Scien-
tific) for 10 h. After this incubation, the nanoparticles were
rinsed with dry toluene (once), a mixture of dry toluene
and methanol (1:1 v/v, once), methanol (once), and milli-
Q water (twice) in a GS-6 Centrifuge (Beckmann Instru-
ment, Inc. Palo Alto, CA) at 3,000 rpm for 5 min. Fifty
milliliters of 2.5% (v/v, final concentration) glutaraldehyde
(in 0.1 M PBS, pH 7.0) were added to resuspend the
nanoparticles, and the solution was incubated at 4°C for 1
h in the dark. After incubation, the solution was rinsed with
milli-Q water (three times) at 3,000 rpm for 5 min on a
GS-6 centrifuge. The pellet was resuspended in 20 mL of
ice-cold 0.1 M PBS (pH 7.0) by pipetting and sonicating,
if necessary. Then, freshly prepared 100 L of protein A
(Sigma-Aldrich #P368) reagent (10 mg/mL in 0.1 M PBS)
were added into the 1.0-mL aliquot of the above prep (Lu
et al., 1996; Caruso, 1999; Turková, 1999) and incubated
at 4°C for 12 h in dark. After this incubation, the nanopar-
ticles were rinsed with ice-cold PBS at 3,000  g for 5
min in a microcentrifuge (Micro12 microcentrifuge, Fisher
Scientific) for three times to remove unbound protein A.
The pellet was resuspended to 0.5 mL in PBS and 50 L
of 1° Abs were added. After incubation at 4°C for at least
1 h, the nanoparticles were washed three times to remove
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Table 1. Recipe of a semisynthetic MWF.
Component %, w/w
Mineral oil 0.750
Tall oil fatty acid 0.185
Surfactant, sodium petroleum sulfonate (SPS) 0.300
Fatty amide 0.400





unbound 1° Abs with ice-cold PBS at 3,000  g (5 min),
6,000  g (5 min), and 12,000  g (5 min). At the end,
the pellet was resuspended to 1.0 mL in ice-cold PBS for
working concentration and kept at 4°C before use. After
this preparation, the 1° Ab should be bound onto the
nanoparticles with active binding sites facing the solution
phase. After comparing the labeling efficiency of these
magnetic carriers with different diameters, effectively la-
beled mycobacterium over total mycobacteria in pure cul-
ture test, 20-nm nanoparticles were selected for further
tests.
Labeling with NIMP and primary Abs
After 2-h incubation of the testing samples in MWF
containing 3% BSA, NIMPs and free Abs were added
into separate sets of samples and incubated on an end-
to-end shaker at room temperature for 30 min in the dark.
Three primary antibodies (1° Ab) have been tested (poly-
clonal rabbit antimycobacterium IgG (#6398-0006, Bio-
genesis, Inc., Kingston, NH; polyclonal rabbit anti-My-
cobacterium tuberculosis IgG, #4601, ViroStat, Inc.,
Portland, ME; polyclonal rabbit anti-Mycobacterium tu-
berculosis IgG, #20MR-50, Fitzgerald Industries Inter-
national, Inc., Concord, MA). The optimized titers, 10
L of NIMPs working reagent and 10 L of free Abs
reagent (1,000 time dilution of original concentration) per
240 L of cell sample, were defined through titer tests,
which will be discussed in later sections.
Secondary antibody and nucleic acid dye staining
After incubation, all samples were added with 100 L
of a secondary Ab (2° Ab), Alexa Fluor® 647, F(ab)2
fragment of goat antirabbit IgG (HL), (A-21246, Mo-
lecular Probes, Eugene, OR). After adding 2°Ab, 4 L
of a nucleic acid dye, PicoGreen® (P-7581, Molecular
Probes), and 350 L of a resolving agent, N,N-di-
methylformamide (DMF), were added to each sample.
Those samples were incubated for 15 min in a 37°C wa-
ter bath before slide preparation and FCM quantification
(Chang et al., 2005). This step is necessary when the op-
tical interference from MWF components is significant.
After incubation, all samples were rinsed twice with 0.3%
BSA (in PBS) on a centrifuge for 5 min at 12,000  g.
The final pellet was resuspended in ice-cold PBS to 500
L, and 400 L of DMF was added into each vial and
mixed well. The final samples were split for enumeration
on FCM and epifluorescent microscopy. To be noticed,
this two-rinse FAb protocol is significantly different from
the traditional six-rinse protocol of IF, where two rinses
were to clean up the matrices, two rinses to get rid of un-
bound 1° Ab, and two rinses for the removal of unbound
2° Ab (Porter, 1999).
Analytical procedures
Epifluorescent microscopy (EFM). The samples
were vacuum-filtered through a black polycarbonate fil-
ter paper (25 mm diameter; 0.22 m) (Osmonics, Inc.,
Pittsburgh, PA). The filter paper was then transferred to
a microslide and covered with coverglass for EFM enu-
meration by following published protocol (Kepner and
Pratt, 1994). A Zeiss Axioplan microscope (Zeiss, Ger-
many) mounted with a 50-W Osram UV mercury lamp
was employed to count the bacteria. Pictures were taken
using Zeiss AxioCam MRc digital camera and AxioVi-
sion software version 4.0 (Carl Zeiss Vision GmbH, Hall-
bergmoos, Germany).
Flow cytometry (FCM). A dual laser FACSCalibur™
flow cytometer (BD, Biosciences Inc., San Jose, CA),
equipped with a 15-mW air-cooled 488-nm argon-ion
laser and a second red-iodide 635-nm laser, was used.
Before each test, the instrument was calibrated by using
a CaliBrite™ bead (Cat.# 340486) reagent. Voltages for
each of the photomultiplier tubes were adjusted to get
good separation between the population of interest and
the background. The side-scatter threshold was set at 52,
and the acquisition algorithms were set to either “at least
20,000 events or 20 s” or “at least 200,000 events or 20
s” depending on sample conditions. For quantitative enu-
meration, TruCount™ (Cat. #340567) tubes containing
precounted dye-coated beads were used per manufac-
turer’s instruction. These coated beads have high side-
scattered light intensity, and can be easily separated from
other populations on fluorescent light detector (FL) 2 de-
tector (563–607-nm wavelength). For PicoGreen®-
stained and Alexa Fluor® 647 labeled cells, data on FL1
(515–545-nm wavelength) and FL4 (653–669-nm wave-
length) were selected for further data analysis. Cell-
Quest™ Software (BD Biosciences) was utilized to ex-
amine each data file and to ensure that the population of
interest was separated from the background.
FCM data analysis
Visualization analysis. Visualization analysis of
FCM data is an intuitive way to separate the population
of interest from the background noise and works well in
a clear matrix, such as PBS, and has been widely applied
in medical research (Boddy et al., 2001; Nguyen et al.,
2003). By comparing the dot plots of test samples with
that of the blank sample (negative control), one can eas-
ily differentiate the population of interest from the back-
ground by specific light intensities. For example, for cells
stained with nucleic acid dye, such as SYTO® or
PicoGreen®, a fluorescent light detector 1 (FL1, green
fluorescence) light intensity vs. side-scattered light in-
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tensity dot plot was processed and visually examined to
ensure the population of interest was separated from the
background. Similarly, for the two-color approach, M.
immunogenum, which was stained with green nucleic
acid dye (high light intensity on FL1) and red Alexa
Fluor® 647 (high light intensity on FL4, red fluores-
cence), a gating strategy was utilized to select the effec-
tive labeled mycobacterial population. In this study, Cell-
Quest™ Software was utilized to examine each data file.
A region statistics or a gate statistics can be obtained by
choosing an individual dot-plot in CellQuest™.
Cluster analysis. To filter out the true positive my-
cobacterial population in a noisy FCM dataset, hierar-
chical cluster analysis was selected to use in this study
due to its simplicity, wide application, and insensitivity
to data file structures (Romesburg, 1984). Hierarchical
cluster analysis utilizes simple algorithm to calculate the
Euclidean distance from one data point (or cluster) to the
other data point (or cluster) by the following equation:
djk   
1/2
(1)
where djk is the Euclidean distance from point (cluster) j to
point (cluster) k in a space with dimensionality of n. Xi rep-
resents the attribute value of the cluster or point measured
at the ith dimension. Wi is the weight selected for ith di-
mension for computation (Gibbons and Coleman, 2001).
Cluster analysis in all six dimensions (forward and side
scatter, as well as four filters) was performed by using
statistical software, MiniTab (Minitab, Inc., State Col-
lege, PA), on a Microsoft Windows® based SUN
W1100Z workstation equipped with Opteron processor
(SUN Microsystems, Santa Clara, CA). File conversion
from CellQuest™ FCS format to text file format was
done by using FCS Assistant (version 1.1a, FCSpress,
Inc., UK). Several macros in Microsoft Excel® were writ-
ten to facilitate log-transformation and truncation of data
files since there is a memory limitation for the worksta-
tion to handle the computation.
Cluster analysis aided visualization analysis. Due to
the disadvantages of traditional visualization analysis and
cluster analysis, lower specificity for the former and time-
consuming operation for the latter, a novel FCM data
analysis approach was developed and designated as clus-
ter analysis aided visualization analysis (CAAVA). This
method requires the pure bacteria strain data files to be
processed by hierarchical cluster analysis to obtain their










Then, a gating strategy is established accordingly to
rapidly process the data files by using CellQuest™. By
applying this data analysis method, better accuracy and
faster processing of FCM data can be achieved.
Kolmogorov-Smirnov test (K-S test). To assess whether
one cluster is similar to another, a nonparametric statistical
testing as described by Kolmogorov and Smirnov (Kol-
mogorov, 1933) was implemented. The Kolmogorov-
Smirnov test (K-S test) has been applied to compare the
similarity of histograms from flow cytometry-type data
since the 1970s (Young, 1977). This test is superior to chi-
square test, since the chi-square test may fail when testing
large datasets (Yen, 1992) and chi-square test is based on
the parametric assumption that the sampling error has nor-
mal (Gaussian) distribution (Young, 1977). In the K-S test,
for two sample distributions with m and n events (or cases)
and with cumulative probability functions of F(x) and S(x),
respectively, a testing statistic D can be defined as
D  Max  F(x)  S(x)  (2)
For either m or n is larger than 12 and for two-tail test-
ing, a critical D value can be calculated by using the fol-
lowing equation (Young, 1977; Yen, 1992; Lamprariello,
2000)
Dcrit  D/2  1.63  s(n) for   0.01 (3)
where s(n)  (m  n)/(mn).
If the resultant D is greater than this value, the hy-
pothesis H0: “F(x) and S(x) are similar” is rejected. To
examine whether a resultant D is greater than Dcrit, a 
P-P plot of F(x) and S(x) and the Dcrit/s(n) were used
(Deutsch and Journel, 1997). If two histograms exhibit a
similar shape, the curve will follow closely a 45 degree
slope trend line in this plot. The cumulative probability
curves, F(x) and S(x), can then be drawn on this plot to
assess whether any point is outside of the boundary. To
generate the P-P plots, a program developed by Deutsch
and Journel (1997) was used.
RESULTS AND DISCUSSION
Pretreatment and amendment of 
M. immunogenum in MWFs
To achieve reliable cell enumeration, it is imperative
for the cells to be suspended as individual cells (Nebe-
von-Caron et al., 2000). Probe sonication resulted in ef-
fective disaggregation of M. parafortuitum and M. im-
munogenum based on EFM and FCM quantification,
giving a good linear correlation between both enumera-
tion methods (Chang et al., 2004). It is plausible that the
components in the semisynthetic MWF had prevented the
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mycobacterial cells from reaggregating (Calleja, 1984;
Ortalo-Magné et al., 1996). Optical interference due to
MWF matrices has been successfully overcome by
adding low-polarity solvents (Chang et al., 2004, 2005).
Recently, other researchers (Skerlos et al., 2003; Veil-
lette et al., 2004) have also reported their enumeration
results of mycobacteria. The initial cell concentrations
were always lower than 108 cells/mL, which is signifi-
cantly lower than the observed initial cell concentration
of both M. immunogenum and M. parafortuitum in 7H9
medium in this study, 
109 cells/mL. The lower cell den-
sities may be due to incomplete disaggregation of my-
cobacterial cells. This disaggregating measure is also
very relevant to the real-world samples, since biofilm or
microbial aggregates are often mixed microbial commu-
nities instead of pure cultures (Atlas and Bartha, 1998).
Therefore, full disaggregation of microbial aggregates in
MWFs can also avoid incorrect enumeration of my-
cobacterial cell density in more complex microbial com-
munity samples. To reduce the optical interference
caused by MWF emulsion matrix, DMF was added and
several different incubation time periods were tested. A
15-min incubation period was selected due to better FCM
results, judged by how well the population of interest was
separated from the background. Pure culture samples of
six different strains were tested and two mycobacterial
strains showed distinct higher FL1 light intensity than
others.
Figure 1 shows the dot plots of M. immunogenum, P.
aeruginosa, and blank samples by using FAb and NIMP
protocols and two different gating strategies. For NIMP
protocol, in Fig. 1A and B, in M. immunogenum samples,
a population with much higher FL1 was present by com-
paring the dot plots of different samples. The second row
of dot plots were generated by ordering the R1-region
gated population to be shown on a different FL4 vs. side
scatter light (SSC) plot. The population left out in Fig.
1b showed lower FL4 light intensity. For FAb protocol,
in Fig. 1C and D, similar higher FL4 mycobacterial pop-
ulation was present and, similarly, the population left out
in the second gating strategies did not impact the FL4 vs.
SSC intensity results significantly. By comparing the
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Figure 1. Dot plots of M. immunogenum, P. aeruginosa, and blank sample in MWF. Dot plots are generated by using two dif-
ferent gating strategies: all populations with FL1 higher than unseeded samples using NIMP protocol (A); population with FL1
higher than all other nonmycobacterial samples using NIMP protocol (B); all population with FL1 higher than unseeded samples
using FAb protocol (C); and population with FL1 higher than all other nonmycobacterial samples using FAb protocol (D). P.
aeruginosa was chosed due to it showed the highest FL1 among all nonmycobacterial samples.
plots of NIMP and FAb, the latter exhibit much less noise
and the second gating strategies resulted in less noise for
NIMP results. Therefore, for visualization analysis, the
second gating strategy was chosen to process all the data
files.
The significantly higher FL1 light intensity could have
resulted from either better penetration of PicoGreen® into
mycobacterial cells or less DNA denaturation due to DMF
in mycobacterial cells. The incomplete denaturation of
DNA in DMF has been previously investigated (Cortada
and Subarina, 1977). Their results indicated that the stabil-
ity against DMF denaturation increases with the guanine
plus cytosine content (GC %) and the base sequence plays
a minor role. Since Mycobacterium spp., Micrococcus spp.,
P. aeruginosa, and C. freundii have % GC contents of
62–70, 66–73, 65.7, and 50.1%, respectively (Hayward-
Farmer and Otto, 2003; Madigan et al., 2003), DNA de-
naturation due to GC % by DMF cannot explain the ob-
served FL1 difference among different species. Instead, the
thick hydrophobic outer capsule layer of mycobacterial
cells may have effectively blocked DMF but let the hy-
drophobic PicoGreen® stain diffuse into the cell. Thus, my-
cobacterial cells would be more likely to exhibit FL1 light
intensity, relative to the other bacterial strains. P. aerugi-
nosa, which was the only strain among the nonmycobac-
terial bacterial strains known to form biofilms and cellular
aggregates, showed the highest intensity FL1 signals, fur-
ther corroborating the hypothesis that the outer layer of the
microbial cells may significantly impact PicoGreen® stain-
ing in a DMF-amended solution.
Longer incubation times of 2° Ab were tested and
shown to exhibit lower FL4 light intensity. This is con-
sistent with the previously reported results suggesting
that, within a 15–60-min incubation period with 5–40%
DMF, Ab may undergo irreversible conformational
changes (Melnikova et al., 2000). Miroliaei and Namat-
Gorgani (2002) suggested that DMF may cause substrate
inhibition and changes in protein conformation. Since an
incubating period of less than 15 min does not allow
PicoGreen® to stain mycobacteria well, 15-min incuba-
tion is considered optimal for the incubation with a cock-
tail of PicoGreen®, 2° Ab, and DMF.
Labeling efficiency of M. Immunogenum
To determine effectively labeled mycobacteria on
FCM, labeling efficiency (LE) was defined as follows:
LE  (4)
where NFL4 is the number of cells showing higher FL4
light intensity than the background (as captured by gate
R2 in Fig. 1), and NFL1 is the number of cells showing
NFL4	
NFL1
higher FL1 light intensity than the background (as cap-
tured by gate R1 in Fig. 1).
LE is the ratio of effectively labeled mycobacteria to
all mycobacteria with double-stranded DNA if tested in
a pure culture, or the ratio of effectively labeled my-
cobacteria to all bacteria with double-stranded DNA if
tested in a mixed bacterial community. Three different
1° Abs were conjugated onto 20-nm nanoparticles and
went through the testing protocol for pure M. immuno-
genum. The results of labeling efficiency and cost of these
three 1° Abs indicated that the ViroStat IgG and Fitzger-
ald IgG exhibit a significantly higher LE than the Bio-
genesis product.
Instrumental detection limit on the sizes of fluorescent
dye stained viruses for FACSCalibur™ have been re-
ported in the 30–50 nm range (Brussaard et al., 2000).
The labeling of cells with both FAb and NIMP is ex-
pected to result in a wide range of particle dimensions
and associated fluorescent characteristics. The detection
of M. immunogenum and C. freundii using NIMP and/or
FAb is as shown in Fig. 2. From left to right, three plots
are shown to capture the events on (left) the FL1 vs. SSC
plot, which captures all particles stained with PicoGreen®
(only those events in R1 represent intact bacteria); (mid-
dle) the FL4 vs. SSC plot captures all events not selected
in the R1 region; and (right) further examination of those
events (in region R4 or R5) on a FL4 vs. FSC (size) plot.
In the case of NIMP-labeled M. immunogenum, the oval
shape of events in the middle plot indicated that those
events include particles ranging from small (
1 m) to
very large (10 m). In other words, the NIMP proto-
col results in the formation of at least two populations:
the NIMP-bacteria cluster (R1), and a population with a
wide range of size and high FL4 light intensity. Since
they do not form a tight cluster within the FL1 filter, it
can be inferred that they do not possess similar amounts
of double-stranded DNA and do not have similar inter-
nal complexity as intact cells. Thus, this second cluster
may represent NIMP aggregates not bound to cells which
formed during centrifugation or nonuniform cell debris
with various sizes and the complex of multiple 1° Ab and
2° Ab. By comparing these results with the results gen-
erated from negative control samples (no cells), it is con-
firmed that the oval-shaped population on the FL4 vs.
FSC dot plot is mainly the NIMPs with 2° Ab.
Figure 2D–F showed the results through the same op-
eration on a data file generated by using FAb protocol
on a mycobacterial sample. From these three plots, the
noise was observed to be much less on a FL1 vs. SSC
dot plot than the one generated by using NIMP protocol.
The sizes of selected population in region R5 appeared
much smaller and their FL4 light intensity signals were
much lower. Those are more like to be complexes of my-
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cobacterial cell debris with 1° and 2° Ab. Because, in
Fig. 2A–C, there were very few free 1° Ab and, there-
fore, even cell debris was present, they would not have
high FL4 to be separated out of the background. The de-
bris would show high FL4 if they were labeled by NIMPs
and 2° Ab and moderately high SSC light intensity, that
is, higher granularity due to bound with NIMPs. Nega-
tive controls showed no presence of this specific popu-
lation, further confirming that it was related to my-
cobacterial cells. Figure 2G–I showed the results of a C.
freundii sample generated by using FAb protocol. In this
case, the population outside of the gate R1 exhibited a
low number of events with moderate light intensity.
These are more likely to be complexes of 1° and 2° Ab.
Figure 2I showed that the particle sizes were very small,
and negative controls (no cells) also confirmed that these
events are likely to be complexes of 1° and 2° Ab.
To define the optimal titer of NIMPs and FAb, a se-
ries of tests were conducted with five different concen-
trations of the FAb and NIMPs on three different strains:
M. immunogenum, C. freundii, and P. aeruginosa. For
FAb, 10 L of a 1000 fold dilution of original IgG con-
centration (27 nM, estimated final concentration) was
chosen based on superior specificity (low false positive
results) and relatively high FL4 light intensity by com-
paring with the results of higher concentration. A further
test on five different strains was performed on this spe-
cific titer and the results showed 100% specificity based
on a test on three different strains. Similarly, an opti-
mized titer of NIMPs, 10 L per 240 L sample, 1.4 
1012 particles/mL (estimated by assuming 85% recovery
for each rinse during NIMP preparation) was chosen.
False positive results from samples prepared using the
NIMP protocol raised a question about the origin of the
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Figure 2. FCM analysis of M. immunogenum in MWF with NIMP (A–C); M. immunogenum in MWF with FAb (D–F); and
C. freundii in MWF with FAb (G–I). (Legend: first plot—FL1 vs. SSC; second plot—FL4 vs. SSC; third plot—FL4 vs. FSC.)
background noise on a FL1 vs. SSC dot plot. Due to the
high fluorescent light from NIMP-2° Ab complexes (ex-
cited by the 488-nm laser), their emission signal can be
recorded even though Alexa Fluor® 647 should have low
excitation at shorter wavelengths (Molecular Probes
Handbook). No clear separation can be determined
among NIMP-microbial conjugates, NIMP-2° Ab com-
plexes and self-aggregated NIMPs on either a FL4 vs.
SSC dot plot or a FL1 vs. SSC dot plot. This complicated
the effective resolution of mycobacteria from other flu-
orescent particles in a mixed community samples and ne-
cessitated a better data analysis method other than visu-
alization analysis.
Labeling efficiencies for mycobacteria in pure
culture and mixed community samples
Three different data analysis approaches were imple-
mented in this study: traditional visualization analysis
(VA), cluster analysis (CA), and cluster analysis aided
visualization analysis (CAAVA). Visualization analysis
has been applied to FCM data analysis since the 1970s
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Figure 3. Example of P-P plots for a cluster from a mixed community sample and a cluster from pure strain M. immunogenum
sample. From left to right, mixed community cluster (y-axis) vs. pure strain cluster (x-axis) on FL1 (A), FL4 (B), and SSC (C).
(Salzman et al., 1978; Habbersett et al., 1979; Stöhr and
Futterman, 1979) but has suffered low specificity when
applied to environmental samples (McClelland and Pin-
der, 1994). Cluster analysis of FCM data has been ap-
plied widely to the identification of phytoplankton and
mammalian cells (Murphy 1985; Schut et al., 1993; Bar-
lage et al., 1999; Bohanec et al., 2002; Xu et al., 2002)
but has not been applied to FCM data on bacterial tests
coupled with the K-S test.
In this study, cluster analysis was first used to capture
all seemingly related events in the multidimensional de-
tector space as detailed in the Methods section. Hence,
the clusters of events were generated for mycobacteria in
pure culture and in mixed culture systems, which can be
compared using cumulative frequency distribution curves
(CFDs) of events, or represented in P-P plots. P-P plots
were employed to graphically examine the similarity of
two CFDs and to judge if they passed the K-S test. A
curve close to the 45 degree line was generated from the
two CFDs and two straight broken 45-degree lines rep-
resent the Dcrit (Fig. 3). One CFD from the putative my-
cobacterial cluster in mixed community samples was
plotted along the Y-axis and the other CFD from a pure
culture mycobacteria cluster was plotted along X-axis.
The left-most P-P plot shows the test results on FL1. It
is evident that this selected cluster passed the K-S test (at
  0.01) on FL1, as well as on FL4. However, it did
not pass the K-S test on the SSC dimension. These re-
sults indicated that these two populations exhibited sig-
nificant similarity after being stained with PicoGreen®
and 2° Ab but did not exhibit significant similarity in cel-
lular granularity or internal complexity.
All data files from the FAb and NIMP protocols were
used to generate P-P plots and K-S test was applied and
the results summarized as shown in Table 2. For mixed
community samples, only one file passed on all three di-
mensions (2.8%) at both   0.01 and 0.001, while all
files (100%) analyzed using CAAVA passed at  
0.001 and 97.2% at   0.01. At an   0.001, the con-
fidence level to reject the null hypothesis is 99.9% if the
file did not pass the test. It has been reported that the 
K-S test may be too sensitive, and can reject the null hy-
pothesis due to a possible shift of the CFDs from non-
specific binding or from instrument drift (Cox et al.,
1988; Parikh et al., 1999; Lampareillo, 2000). Therefore,
Cox et al. (1988) proposed an alternative method to test
FCM data by assuming that a Poisson distribution existed
within channels and a chi-square test can be applied.
Parikh et al. (1999) suggested that this approach tends to
decrease “sensitivity” but causes an increased likelihood
of Type II errors. Considering that the histograms of
mixed community samples in this study did not show an
apparent shift, the K-S approach was defensible. More-
over, all the previous studies cited above tested only one
dimension rather than the more favorable multiple di-
mensional examination. Cluster analysis has sound the-
oretical foundation but requires more advanced comput-
ing hardware and software. Visualization analysis is
much faster, easier, and more flexible, but it is less ac-
curate and may result in substantial incorrect interpreta-
tion.
A hybrid of both techniques, CAAVA, was created and
tested to see if more accurate results can be obtained in
a faster and easier fashion. Once clustered data are avail-
able from pure culture FCM data files, gating strategies
can be implemented to resolve target organisms from in-
terferences in mixed culture systems. The premise of this
integrated approach is that cluster analysis based on sim-
ple systems can inform visualization analysis in complex
systems.
From pure strain samples, M. immunogenum clusters
can be easily sorted out by comparing FL1 light inten-
sity with other clusters since they are the only biological
events in the samples, and cluster analysis can take care
of the overlapping events from other interferences in the
FL1 dimension. This can be further confirmed by com-
paring the clusters with the clusters of negative control
files. The shape of a typical M. immunogenum cluster on
different dot plots is as shown in Fig. 4B. Hence, CAAVA
capitalizes on determining the shape of the various rele-
vant clusters (e.g., free NIMPs, free Abs, MWF matrix
interference, etc.) using cluster analysis on pure culture
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Table 2. K-S test on FL1, FL4, and SSC for mixed community samples by CAAVA by using P-P plots.
Number of Number of Number of Number of
Total files passed files passed files passed files passed
number of K-S test on K-S test on K-S test on K-S tests
Data analysis method files  Value FL1 FL4 SSC on all three
Cluster analysis 36 0.010 5 (13.9%) 5 (13.9%) 7 (19.4%) 1 (2.8%)
36 0.001 8 (22.2%) 11 (30.5%) 10 (27.7%) 1 (2.8%)
CAAVA 36 0.010 36 (100%) 35 (97.2%) 36 (100%) 35 (97.2%)
36 0.001 36 (100%) 36 (100%) 36 (100%) 36 (100%)
files. The polygonal shapes of the relevant events are then
redrawn using the gating tools in CellQuest™ to capture
these events in mixed microbial community samples. In
the following section, this gating strategy (derived from
cluster analysis of pure cultures on M. immunogenum) is
employed to reprocess the mixed community data files,
the data files of other pure bacterial strains, and negative
controls to define labeling specificity.
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Table 3. Labeling efficiency and specificity by using VA and CAAVA.
Labeling efficiency Specificity
Technique Test NIMP FAb NIMP FAb
VA 1 13.9  7.2% — 85.2% —
2 3.6  0.7% 9.9  1.2% 92.6% 100.0%
5.9  0.65 (Mi) 20.1  1.4% (Mi)
3 22.1  5.0% (Mp) 49.6  4.3% (Mp) 77.8% 80.0%
4 5.2  0.4% (Mi) 18.4  1.0% (Mi) 84.4% 84.4%
31.6  7.4% (Mp) 66.7  18.0% (Mp)
Ave 7.2  4.6% (Mi) 16.1  5.5 (Mi) 85.0  6.1% 88.1  10.5%
CAAVA 1 12.6  2.9% — 100.0% —
2 14.4  4.4% 16.6  1.6% 100.0% 100.0%
3 10.5  1.0% (Mi) 24.4  1.2% (Mi) 93.3% 100.0%
4 12.0  1.7% (Mi) 20.4  1.7% (Mi) 97.8% 95.6%
Ave 12.4  1.6% 20.5  3.9% 97.8  3.2% 98.5  2.5%
Figure 4. Clusters in mixed (top-delineated subset of events) and pure (bottom) cultures indicating the shape of mycobacterium
clusters.
The comparison of labeling efficiency and specificity of
NIMP and FAb protocols of M. immunogenum in MWF by
two different data analysis methods (VA and CAAVA) is
tabulated in Table 3. By using VA alone (traditional FCM
analysis), the labeling efficiency of FAb was significantly
better than that of NIMP but did not show significant 
improvement on specificity. Interestingly, by applying
CAAVA, the results suggested that NIMP performed almost
as well as FAb in terms of both specificity and labeling ef-
ficiency. The reason for this improvement probably is due
to more accurate capture of the true M. immunogenum clus-
ter and application of more stringent gating criteria.
The K-S tests for all 36 mixed community files indi-
cate that all files passed the statistical test with   0.001
and 97.2% passed the statistical test with   0.01 (Table
2). These results suggest that the populations from both
pure strain samples and from mixed community selected
by CAAVA exhibited much higher similarity in their cu-
mulative frequency distributions.
Calibration curves and detection limit for 
M. immunogenum in pure and mixed cultures
Since M. immunogenum showed very distinct FL1 light
intensity after going through the FAb protocol, it can be
gated on an FCM dot-plot in the presence of other bac-
teria using CAAVA, as shown earlier. A calibration curve
for M. immunogenum in a ternary mixture with C. fre-
undii and P. aeruginosa was established. The mixing ra-
tios for M. immunogenum, C. freundii, and P. aerugi-
nosa are 107:107:107, 106:107:107, 105:107:107,
104:107:107, and 103:107:107 cells/mL. A calibration
curve was determined as Y  0.2785  X with R2 
0.9985, where Y was the FCM enumerated values and X
is the prepared cell densities. This calibration curve is
good over five orders of magnitude based on VA. At the
lowest cell concentrations (103 cells/mL), the FCM
counts showed slight deviation from the curve. It is prob-
ably due to background noise that came from incomplete
destabilization of surfactant–dye complex by the resolv-
ing agent (Chang et al., 2004). The same data files were
reanalyzed by using CAAVA and the calibration curve
is Y  0.0061  X with R2  0.9998, and it is good over
four orders of magnitude. The detection limit by using
FAb and VA was determined to be 250 cells/mL but can-
not be validated by CAAVA due to more stringent gat-
ing criteria. To date, no calibration curve and detection
limit has been established by using NIMP protocol yet.
CONCLUSION
In this study, we compared the labeling efficiencies
and specificities of NIMP and FAb protocols at optimized
titers by applying traditional visualization analysis, clus-
ter analysis, and cluster analysis aided visualization anal-
ysis (CAAVA). NIMP and FAb protocol performed
equally well without significant difference in terms of la-
beling efficiency and specificity by using CAAVA as a
validating tool. A calibration curve has been established
across at least five orders of magnitudes with R2 
0.9985 by visualization analysis and four orders of mag-
nitude by CAAVA with R2  0.9998. Flow cytometric
data files processed by using CAAVA show much higher
statistical similarity between the deemed mycobacterial
cluster in mixed community sample and the cluster from
pure mycobacterial samples. The results strongly sug-
gested that this technology, either FAb or NIMP with
CAAVA on FCM, can be applied to practical routine
measurements of mycobacteria in semisynthetic metal-
working fluids due to its simplicity, high specificity, and
short turn-around time.
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